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Zusammenfassungen
Deutsch
English
Durch die von Rapid Prototyping gebotenen Möglichkeiten können computergestützte 3D Operationsplanungen präzise in
der Operation umgesetzt werden. An der Universitätsklinik Balgrist wurden in den letzten 3 Jahren nahezu 100 Patienten
erfolgreich behandelt, deren Operation in 3D geplant und mit patienten-spezifischen Schablonen umgesetzt wurde. Wir
beschreiben die Genauigkeit dieser Methode und berichten über die hierbei gesammelten Erfahrungen. Aufgrund der
Flexibilität der Rapid Prototyping Technologie, gibt es nicht immer nur einen Weg wie eine 3D geplante Operation
umgesetzt werden kann. Wir zeigen daher anhand von Fallbeispielen unterschiedliche Strategien auf und beschreiben
deren Vor- und Nachteile. Ausserdem präsentieren wir die Weiterentwicklung der Methode zur Anwendung an kleinerer
Anatomie wie Knochen des Handgelenkes oder der Finger.
The use of rapid-prototyped surgical guides has become a popular technique to precisely reproduce computer-based 3D
preoperative planning in the surgery. Since several years, the method is successfully used at the University Hospital
Balgrist for performing corrective osteotomies. We report on the quantitative evaluation of this surgical method and
describe our experience in this field. Due to the flexibility offered by rapid prototyping, there is not only one correct
approach to perform a certain computer assisted intervention. Therefore, a comparison of different strategies will be given
and pitfalls will be discussed. Moreover, further development for applying the proposed technique to small bone anatomy
and small bone fragments will be presented.
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1. Introduction
The computer assisted research and development (CARD) group was founded by the University Hospital Balgrist to
establish a new research focus in patient-specific orthopedic surgery. The CARD group pursues not only basic research but
also performs application-driven development, promoting the incorporation of research findings into clinical practice. In
2009 the University Hospital Balgrist reported on early results on the computer assisted 3D planning of two complex
radius shaft malunions [1, 2]. The developed surgical planning environment, which is now part of the CARD planning
services, allowed the exact 3D quantification of bone malunion in all 6 degrees of freedom (i.e., translation and rotation)
and the simulation of the corrective osteotomy by matching the 3D shape of the affected radius model with the mirrored
model of the opposite side.
So far, over 100 patients were successfully treated by corrective surgeries of the upper [3] and lower limbs [4] at our
institution using 3D preoperative planning combined with rapid-prototyped surgical guides. In this article we describe our
experience in this field by means of example cases. An overview of our work including additional surgical example cases
can be found on our homepage http://card.balgrist.ch. We offer solutions and services for orthopedic surgeries using
dedicated software products and patient-specific instrumentation.
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2.  3D preoperative planning
Figure 1: Severe bone deformity (orange) compared to the opposite healthy bone (green).
A prerequisite for designing patient-specific surgical guides is that a virtual plan of the surgery is generated based on 3D
bone models of the patient anatomy, extracted from computed tomography (CT) images [5] (i.e., segmentation). In
malunited bones, which heal in non-anatomical position after fracture, the bone deformity can be quantified by using a
mirror-model of the opposite healthy bone as a 3D reconstruction template (see Figure 1). Several techniques can be
applied to perform the alignment task in an automatic fashion. Commonly used are surface registrations algorithms, such
as iterative closest point registration [6], allowing to calculate the optimal alignment with respect to the model points in a
least-square sense. Nevertheless, the alignment task must be performed with caution, since such registration methods are
sensitive to the initialization (i.e., the initial configuration between the models to be aligned) and outliers [7]. Another issue
related to 3D planning with a reconstruction template is that the influence of soft tissue structures, such as ligaments, are
completely ignored. As a consequence, a surgical correction with respect to the opposite anatomy is not always optimal, as
demonstrated in Figure 2. In this patient, the 3D bone comparison revealed no clinically significant deformity although the
range of motion of the forearm rotation (i.e., pro-supination) was impaired by more the 40º.
Figure 2: In this case a serious functional impairment was present, although the bone malunion (orange) was clinically not
relevant compared to the opposite healthy bone (green).
3. Sterilization
The surgical guides must be sterilized after additive manufacturing. Sterilization may be performed directly by the
manufacturer using irradiation with gamma rays or, otherwise, by the hospital. Most hospitals including our institution
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perform sterilization using conventional steam pressure, since gamma radiation based sterilization is typically not
available. We have conducted an experiment to study the effect of steam pressure sterilization on material deformity, i.e.,
we measured if and how the plastic guides deform under high temperature (i.e., 130º for 15 to 20 minutes). Two different
systems and biocompatible materials were included in the test, namely selective laser sintering (SLS) with polyamide PA
2200 as raw material (EOS GmbH, Krailling, Germany) and multi-jet printing with VisiJet M3 Crystal as raw material (3D
systems, Rock Hill, SC, USA).
A test guide model was designed, manufactured, and 3D-scanned before and after sterilization to allow comparison with
the original model. As expected, the guides before sterilization matched the ground-truth with high accuracy (i.e., within
0.2 mm) regardless of the manufacturing technology or material used. The guide bodies deformed slightly after
sterilization as shown in Figure 3. The highest error of 0.5 mm was observed for thin-walled drilling sleeves having a very
small wall thickness (i.e., 0.5 mm). Therefore, we recommend using at least structures with a minimum wall thickness of 1
mm if steam pressure sterilization is applied.
Figure 3: Deformity of the guide shape after steam pressure sterilization for SLS-manufactured PA 2200 material (left) and
jet-printed VisiJet Chrystal material (right).
4. Intraoperative guidance
Different methods were described to reproduce a 3D surgical plan during operation. Patient-specific guides are often
preferred by surgeons since the application is easier compared to complex navigation systems. The guides are molded to
conform the bone surface, allowing to uniquely identify the location on the bone were it has to positioned during surgery.
The accuracy of the surgery is therefore also dependent on how well the guide fits to the bone surface. A tight fit can be
easier achieved in irregularly shaped bone regions (e.g., closer to the joints) in contrast to mid-shaft regions due to the lack
of unique landmarks on the cylindrically shaped shaft surface. The translation along and the rotation around the bone axis
are therefore the least constrained degrees of freedom during positioning in the mid-shaft region.
Cutting guides are used to cut (i.e., osteotomize) the bone exactly as virtually defined. Reduction guides support the
surgeon in the task of reducing the bone fragments according 3D surgical plan. As depicted in Figure 4, a rapid-prototyped
cutting guide permits to define the position and orientation of the blade during sawing. A metallic device is inserted into
the dedicated slot of the guide body before cutting to avoid direct contact between the saw blade and the polyamide guide,
yielding a more precise and debris-free cut. The CE-certified metallic block, which has been developed by Balgrist CARD,
can be reused. A quantitative evaluation of the cutting accuracy was carried out in one case in which a closing wedge
osteotomy was performed (i.e., a wedge was removed by making two cuts). As depicted in Figure 4 b to c, a CT of the
removed wedge was acquired and the extracted 3D model was compared to the planned wedge, showing an error of 0.4
mm which is within the thickness of the saw blade.
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Figure 4: (a) The patient-specific cutting guide (left) is used together with the manufactured cutting block (right). (b)
Comparison of a closed-wedge osteotmy between planned resection (top) and surgery (bottom). (c) Cutting accuracy:
Difference between planned and performed wedge resection is denoted in red.
Fragment alignment after cutting is either achieved with a separate reduction guide based on Kirschner wires (K-wires) or
by pre-drilling screw holes of the fixation plate. An example of using the later method in a distal tibia osteotomy is given in
Figure 5. Pre-drilling the screw holes according to the screws in their postoperative position has the benefit that no
separate reduction guide is needed and, thus, a smaller incision is required. Although guide positioning is accurate in
general (see Figure 5 b), we have experienced that inaccuracies can arise if a screw locks into the plate differently as
planned preoperatively (see Figure 5 c). It may be additionally difficult to precisely maintain the planned position of the
fragment without separate reduction guide in the presence of high soft tissue tension. Correction of the axial/rotational
component is particularly sensitive to these issues, which can cause residual error of up to 8º.
Figure 5: (a) Patient-specific guide with predrilled plate holes. (b) Accuracy of guide positioning: planned screw center
(magenta cylinders) compared to the final screw placement in the surgery (grey). (c) Screw directions of the preoperative
planning (colored) versus screw direction of the surgery (grey).
For this reasons we recommend using a separate reduction guide as described in our previous work [8]. By doing so a very
accurate procedure is possible (i.e., residual error below 2º and 2 mm on average).
5. Application to small anatomy
We have further developed our technique to permit application to smaller anatomy such as bones of the wrist and hand. So
far we have successfully applied 3D preoperative planning and/or rapid-prototyped surgical guides in the treatment of over
20 malunited scaphoid bones (i.e., 5 cases with guides) and 10 malunited bones of the hand (i.e., 6 cases with guides). A
corrective osteotomy of a malunited scaphoid bone using a reduction guide is shown in Figure 6. Although correct
placement of the small guides on the bone surface may be less accurate compared to the forearm, our early experiences
indicate a more controlled procedure compared to the conventional approach.
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Figure 6: Corrective osteotomy of a malunited scaphoid bone using a reduction guide before (top row) and after reduction
(bottom row).
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